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Abstract
Motor-training software on tablets or smartphones (Apps) offer a low-cost, widely-available
solution to supplement arm physiotherapy after stroke. We assessed the proportions of
hemiplegic stroke patients who, with their plegic hand, could meaningfully engage with
mobile-gaming devices using a range of standard control-methods, as well as by using a
novel wireless grip-controller, adapted for neurodisability. We screened all newly-diag-
nosed hemiplegic stroke patients presenting to a stroke centre over 6 months. Subjects
were compared on their ability to control a tablet or smartphone cursor using: finger-swipe,
tap, joystick, screen-tilt, and an adapted handgrip. Cursor control was graded as: no move-
ment (0); less than full-range movement (1); full-range movement (2); directed movement
(3). In total, we screened 345 patients, of which 87 satisfied recruitment criteria and com-
pleted testing. The commonest reason for exclusion was cognitive impairment. Using con-
ventional controls, the proportion of patients able to direct cursor movement was 38–48%;
and to move it full-range was 55–67% (controller comparison: p>0.1). By comparison,
handgrip enabled directed control in 75%, and full-range movement in 93% (controller com-
parison: p<0.001). This difference between controllers was most apparent amongst
severely-disabled subjects, with 0% achieving directed or full-range control with conven-
tional controls, compared to 58% and 83% achieving these two levels of movement,
respectively, with handgrip. In conclusion, hand, or arm, training Apps played on conven-
tional mobile devices are likely to be accessible only to mildly-disabled stroke patients.
Technological adaptations such as grip-control can enable more severely affected subjects
to engage with self-training software.
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Introduction
The most important intervention shown to improve physical function after stroke is repetitive,
task-directed exercises, supervisedby a physiotherapist, with higher intensity leading to faster
and greater recovery[1]. In practice, access to physiotherapy is significantly limited by resource
availability[2]. For example, 55% of UK stroke in-patients receive less than half the recom-
mended physiotherapy time of 45 minutes per day[3].
One solution to inadequate physiotherapy is robotic technology, that enables patients to
self-practice, with mechanical assistance, via interaction with adapted computer games. While
a range of rehabilitation robotics have beenmarketed over the last decade, and shown to be
efficacious[4], they are not widely used due to factors such as high-cost (typically, $10,000–
100,000), cumbersome size, and restriction to patients with high baseline performance, and
who have access to specialist rehabilitation centres[5].
An alternative approach to self-rehabilitation, are medical applications (Apps), or gaming
software, run on mobile media devices e.g. tablets or smartphones[6, 7]. Because such devices
are low-cost ($200–500), and ubiquitous, they have the potential to democratize computer-
ized-physiotherapy, especially in under-resourced settings, e.g. chronically-disabled in the
community. Furthermore, their portability enables home use, while their employment of moti-
vational gaming strategies can potentiate high-intensity motor practice. Accordingly, increas-
ing numbers of motor-training Apps for mobile devices have been commercialised in recent
years, and clinical trials are under way[8, 9]. However, since these devices are designed for
able-person use, it is questionable as to how well disabled people can access them, and engage
meaningfully and repeatedly with rehabilitation software.
This study assesses the degree of motor interaction that can be achieved by hemiplegic
stroke patients using four types of conventional hand-control methods (finger swipe, tap, joy-
stick and tilt) for mobile devices. An adapted controller of the same mobile devices[10], whose
materials cost ~$100, was evaluated alongside. Since the latter interface exploits the fact that
handgrip is relatively spared in stroke hemiplegia[11], and is sensitive to subtle forces, we
expected that this would increase the range of arm-disability severities able to achievemeaning-
ful computer-game control. In order to assess motor control, with minimal cognitive con-
founding (given that many softwares also have cognitive demands), we used a simple
1-dimensional motor assessment for all controller types.
Methods
Participants
Consecutive stroke patients with arm weakness were screened over 6-months at Imperial Col-
lege NHS Healthcare Trust Hyper-Acute Stroke Unit, within 2-weeks of presentation. We
excluded patients with cognitive impairment (Mini-Mental State Examination<27), given
their therapeutic gains from physiotherapy are generally poorer than those of cognitively-
healthy individuals, and for ethical reasons. Other exclusion criteria were: 1) premorbid arm
disability, or dependency (modifiedRankin Score>2), 2) comprehension difficulty, 3) sensori-
motor neglect (clinically, or>25% errors with star-cancellation test), 4) arm pain, 5) significant
co-morbidities, 6) subsequent MRI failed to confirm stroke.
Patients’ arm disability was graded into one of three groups depending upon their score in
the Upper Extremity section of the Short Fugl-Meyer Assessment (S-FM)30; FM): severe (0–4),
moderate (5–8), and mild (9–12), where 12 is normal function. Arm power usingMRC-grad-
ing, handgrip force using a manual dynamometer, handedness, mood and anxiety were also
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assessed. Recruited participants gave written and signed informed consent. Ethical approval
was granted by the UK National Research Ethics Service, South East Coast Committee.
Subjects in the first three months were tested on their control of conventional game control-
lers; and in the second three months, on their control of the best-performing conventional
game controller compared to a novel, adapted controller.
Conventional Game-Control Assessment
Subjects were asked to control a digital-screen cursor in the vertical plane using one of four
hand-control methods employed by standard mobile or home-gaming devices: touch-screen
swipe, tap, joystick and screen-tilt (Fig 1A). All subjects were tested on all four methods. For
the first three methods, the cursor appeared on a 9.7-inch tablet; for tilt, a 3.5-inch smartphone.
The joystick was integrated into a tablet-stand with which it interfaced (Atari Arcade Duo
Powered). Devices were positioned to be most accessible and comfortable (e.g. in a stand or
flat). Patients’ elbows could be supported by pillows.
Software used was a basic maze game that had similar graphics and functionality between
all four types of control method (swipe: “4Kids Maze”, Gottaplay, 2014; tap, joystick: Maze-
Craze, Atari, 2012; tilt: “Tilt Mazes Lite”, Exact Magic Software, 2012). A maze was chosen in
which one path ran approximately three-quarters the height of a landscape-orientated screen
(10cm; or 7cm on a portrait-orientated smartphone). The cursor was positioned by the
Fig 1. Control methods and devices trialled. Conventional control mechanisms were trialled using standard tablet and smartphone (A, B).
Subjects were required only to move a cursor along a single vertical path, full-range, and then to an indicated vertical level (they were not tested on
playing the underlying game). B shows software used for assessing swipe, with varying cursor size. There was no improvement in accessibility using
a larger cursor. The novel control mechanism (C) is a wireless grip-force sensor that detects both finger-flexion and extension movements, the latter
assisted by a fingerstrap holding the device within a partially-extended hand. Control software for C entailed moving a circle in a vertical plane
towards a target star. Cursor and target stimuli dimensions and contrast are similar between all methods.
doi:10.1371/journal.pone.0163413.g001
Accessibility of Mobile Technologies in Stroke
PLOS ONE | DOI:10.1371/journal.pone.0163413 October 5, 2016 3 / 12
examiner at the bottom of the path so that the only movement possible was up or down (Fig
1B). The remainder of the screen could be occluded. Cursor size was 1 cm diameter for swipe,
and 0.8 cm for other methods. For tapping, the cursor was controlled by 2 x 1.5cm up/down
arrows.
Subjects were asked to move the cursor across the range of the vertical path in both direc-
tions. They then had to move the cursor towards an indicated section, level with where a hori-
zontal path connected (without needing to move it sideways). Subjects were scored according
to their ability to control the cursor as follows: 0: no movement of cursor; 1: moves cursor but
not consistently across entire vertical range; 2: moves cursor consistently across entire vertical
range in both directions, but cannot direct it to highlighted section; 3: moves cursor consis-
tently across entire vertical range, and directs it to highlighted section (Fig 2). Three raters
were used during the study, who achieved>95% inter-rater consistency in scoring by this
method.
Subjects were allowed up to a minute per trial. Each trial was conducted three times, and the
median control score recorded. Subjects were tested with their hemiplegic, and separately unaf-
fected, arms. Control-method order was counterbalanced between subjects.
Fig 2. Cursor-control score. Subjects were asked to move the cursor three times up and down the longest vertical path, as well as to a position level
with an indicated adjoining horizontal path.
doi:10.1371/journal.pone.0163413.g002
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In order to assess the effect of cursor size and path direction, a substudy compared the
swipe maze as described,with two alternative swipe software, that had larger cursors (2-3cm)
and diagonal or horizontal path directions (Fig 1B; “FlowFree”, Big Duck Games, 2013; Traffic
Controller 2, MindMender, 2013). Instructions, as above, were applied to these software.
Adapted Handgrip Controller
Subjects were compared on their control of tablet swipe (as described above), versus an
adapted, power-grip controller. This controller, designed for disability, utilises a patented
force-sensingmechanism (flexiblemetal blade system) that allows functional, resistance-based
training with high force sensitivity (0.1-50N) throughout the compliant range [10] (Fig 1C).
The grip has adjustable compliance and girth, is portable and connects to a tablet wirelessly via
Bluetooth. The handgrip also provides haptic (vibration) feedback, and senses inertial forces
(accelerometer)–although these functions were not used in the current study.
Assessment of handgrip control used a software equivalent in cursor-movements and
dimensions to that of the maze software. Handgrip force controlled a cursor that moved verti-
cally; target positions were the upper and lower tablet-screen bounds, as well as a target star,
the height of which was the same as the horizontal segment target in the conventional games.
The star remained still or moved, the latter mode used for 2 –minute game play. Prior to assess-
ment, the software is calibrated so that maximum cursor excursion is set to 70% of maximum
voluntary contraction.
Statistical Analysis
A generalised linear ordinal logistic regression model (GeneralisedEstimating Equation, SPSS
V.22) estimated how movement control (0,1,2,3) was influenced by factors: control method
(swipe, tap, joystick, tilt, grip), and arm type (hemiplegic, unaffected), with covariate of arm
disability (severe, moderate, mild). An independent correlation matrix structure was selected.
Handgrip-Control Sustained Performance
In a further cohort of 12 hemiplegic stroke patients, we assessed how performance accuracy
using handgrip-control over 2 minutes of continuous game-play, related to arm disability.
Accuracy was derived from root-mean square (RMS) distance-error between cursor and target
(a moving star), calculated using a minimummoving error (MME) method, that reduces noise.
At each time-point, RMS was calculated across a 15s window that it centred upon, and the low-
est RMS error within this taken. The average across all such time-points was calculated, and
regressed onto S-FM scores. These analyses were conducted in MATLAB (v2012).
Results
345 patients with arm-weakness were screened, of which 92 were recruited and 87 completed
the protocols (Fig 3). The principle reason for exclusion (51%) was cognitive impairment or
physical comorbidities significant enough to make it impractical and unethical to test patients.
Tested patients had less severe neurological deficits than those excluded (NIHSS 5 vs 9;
p<0.05. Table 1). Of those recruited,most patients had mild, rather than moderate or severe,
arm disability (60% vs 20% vs 20%).
Conventional-Control Comparison
Control scores in the hemiplegic arm were strongly affected by arm disability level (Wald chi
(1) = 44.5, p<0.001), with the proportion being able to use at least one conventional control to
Accessibility of Mobile Technologies in Stroke
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direct a cursor to target (score = 3) being 90% for mildly disabled, 36% for moderately disabled,
and 0% for severely disabled (Fig 4A). However, control scores did not differ significantly
between the four conventional control types (chi2(3) = 2.7; p>0.1), with the proportion of
patients achieving a score of 3 being 48%, 45%, 38% and 38%, for swipe, joystick, tap and tilt,
Fig 3. Recruitment flow diagram. This shows numbers of arm-paretic stroke patients screened, excluded and recruited, and reasons for exclusion.
doi:10.1371/journal.pone.0163413.g003
Table 1. Patient demographics and baseline clinical characteristics.
Tested Not Tested
N 87 258
Age / yrs 65 (55–75) 72 (64–85)
Males / % 57 56
NIHSS–overall/42 5 (2–6) 9 (4–14)*
Hospital Anxiety and Depression Scale—/42 3 (1–3) 4 (1–10)
Edinburgh Handedness Inventory 100 (100–100) -
Arm Specific Tests Weak Hand
Plegic hand-side Right-hand: 42%
Short Fugl Meyer arm function /12 8 (6–11)
Hand Section Fugl Meyer /14 8 (2–13)
Grip Force /Kg 13 (2–22)
Median (interquartile range).
* p<0.05.
doi:10.1371/journal.pone.0163413.t001
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respectively. There was no control type x disability interaction (chi2(3) = 1.5; p>0.1). There
was also no difference in control scores comparing the three swipe software that varied in cur-
sor-size (1–3 cm) and path-direction (n = 27; chi2(2) = 0.5; p>0.1).
Influence of arm (hemiplegic vs unaffected) on device control was seen as an interaction
with disability (chi2(1) = 15.4; p<0.001), reflecting significantly poorer control using hemiple-
gic than unaffected arm in severely (p<0.001) and moderately disabled (p<0.05) subjects, but
not mildly disabled. However, control was also poorer in the unaffected arm in severely dis-
abled patients (score: 2.45), compared to unaffected arm of moderate and mild patients (score:
2.95–3; chi2(1) = 7.5; p<0.01).
Novel-Handgrip vs. Conventional-Control Comparison
Compared to finger-swipe–the best conventional control–the novel handgrip controller
resulted in superior software control (chi2(1) = 20.2; p<0.001). The proportion achieving con-
trol-score of 3 was 48% for swipe vs 75% for grip; whilst the proportion achieving control-
score of 2 or 3 was 67% for swipe and 93% for grip (all values quoted are using the hemiplegic
Fig 4. Control ability using conventional versus novel controllers. A: Proportions of patients achieving each level of cursor control (0–3) for
each of the four conventional, and one novel (grip), control mechanism. Results are stratified according to severity of arm weakness (using Short-
Fugl-Meyer score of the arm). B: Performance error on 2-minute tracking task controlled by grip-control, plotted against arm disability. A small trend
towards less error with greater ability is non-significant whether or not the one outlier is included (dashed-line) or not (continuous-line) (p>0.1 for
both)–indicating that tracking accuracy is largely independent of standard arm-function scores.
doi:10.1371/journal.pone.0163413.g004
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arm). The superiority of grip over swipe was greater at higher levels of disability (device x dis-
ability interaction: chi2(1) = 10.2, p<0.01), e.g. in severely disabled subjects, control-score 3
was achieved in 58% with grip, versus 0% with swipe (Fig 4A).
Performance accuracy for 2-minute game play (measured as minimummoving error,
MME) using grip control was minimally affected by disability severity (correlation with S-FM
being non-significant: r = -0.27; p = 0.21). For example, performance in 3/5 patients with severe
disability was within the range of mildly disabled patients (Fig 4B). An example of a patient,
who scores 0 on tablet swipe, and then successfully controls a visuomotor tracking software
with their severely disabled arm, using handgrip control, is shown in S1 Video.
Discussion
The first part of our study indicates that standard use of everydaymobile devices for arm physi-
cal therapy in stroke, is likely to be limited. Less than half of recruited subjects could direct a
cursor using conventional tablet or smartphone mechanisms, with their paretic arm. Further-
more, patients in severe- or moderate-disability bands–for whom physiotherapy requirements
and potential gains are higher—directed control in 0% or ~30%, respectively. Clinical trials
looking at the potential benefits of tablet-based arm-training software, using standard controls
[6, 9], will therefore be restricted to mildly-disabled patients.
The accessibility of mobile devices for arm training is likely to be even lower than that esti-
mated here for several reasons. Firstly, we excluded 75% of hemiplegic patients, for reasons
such as dementia, yet such subjects had higher disability than those tested. Given a steep fall-
off in control as disability increased, and given this group’s poorer cognition and co-morbidi-
ties, the excludedmajority would probably be far less capable than we found. Furthermore, our
motor test was limited to a single, one-dimensional movement, whereas training software typi-
cally entails practice for many minutes, more demanding tasks, in two dimensions etc.–all of
which are likely to reduce successful performance.
It is likely that software factors, e.g. task simplicity, cursor size, in addition to interface
mechanism, influence control[12]. However, we deliberately chose a task that had minimal
cognitive demands, high-contrast graphics, and did not time-pressure patients. The fact that
there were no performance differences between three types of swipe software (one of which is
designed for arm rehabilitation, the other using a larger 3cm cursor) suggests that task-type or
graphics are not major determinants for software inaccessibility. While even larger screen tar-
gets than those tested here[9], could enable more patients to engage, the range and utility of
potential exercises is likely to decrease as the target size increases.Moreover, gross tapping is a
relatively uncontrolledmovement that could be achieved by truncal or flailingmovements that
are not the games’ intended purpose.
The possibility that cognitive or visuoperceptual impairments, commonly found in stroke
[13], may have reduced performance ability is discounted by the finding that patients achieved
good control, with all methods, using their non-plegic hand. Whilst severely disabled patients
did show mild impairment using their non-plegic hand, this is likely to reflect an ipsilesional
motor deficit[14], rather than because of cognitive factors, given that cognitive impairment
was an exclusion criterion.
In the only other study of its kind, 20 stroke patients were tested with a tablet using swipe
and tap control[12]. Of these, 7/20 were able to swipe consistently, while 15/20 were able to
complete a tapping game performed twice.While the latter figure suggests a greater potential
for motor-training on tablets than found here, tapping accuracy in that study was only 50%.
Furthermore, the test population was disproportionately mild, being a convenience sample,
and excluded patients with severe hand weakness. Consequently, arm ability in that study
Accessibility of Mobile Technologies in Stroke
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relative to healthy controls was 92% (using the Fugl-Meyer scale), as opposed to 57% in our
consecutively-sampled series, that is likely to be more representative.
In comparison to the best-performing conventional control method (i.e. swipe), we found
that a simple, economical adaptation to mobile devices can significantly increase accessibility,
particularly in more severely affected patients. A handgrip controller increased the proportion
of all patients able to achieve cursor control by ~50% (relative to swipe); and enabled more
than half of severely disabled patients to engage with tablet software, as compared to 0% using
any other method.
The reason why handgrip enables superior control compared to other methodsmost likely
arises from the differential pattern of arm weakness found after stroke. Hence gross-grasp is
one of the least affectedmovements, whereas individuated finger movements, wrist extension
and supination–required for swipe, joystick or tilt—are more impaired[11]. Furthermore, the
fact that the majority of severely hemiplegic patients were not just able to move the cursor
across the entire range, but were able to direct cursor control, underlies a previous finding, that
fine-grip control may be independent of grip strength[15]. This is also apparent during the
demanding 2-minute tracking task, in which handgrip accuracy of severe hemiplegics was sim-
ilar to that of more able patients. The grip controller enables this fine control by calibrating
software to patients’ maximum strength, and sensing forces across a wide range.
While we have shown that grip-control, relative to other control methods, increases the pro-
portion of patients able to engage with rehabilitation software, our study does not address the
question of whether such repetitive practice would lead to functional benefits. Although
power-grip is one of the least affected arm functions following stroke [11], there are multiple
aspects of grip control that are deranged after stroke, e.g. smoothness, force distribution and
grip-release[15–18], even when other aspects e.g. tracking accuracy, are performedwell. Soft-
ware could therefore be designed to train these more affected aspects of grip control, as well as
to encourage finger-extension over flexion. For example software can be calibrated so that a
patient’s grip-neutral position is matched to a cursor location at screen bottom, and the only
hand movements able to move the cursor upwards are finger extension (assisted by a strap
holding the controller in the hand). A related question is whether repetitive exercise of a single
action e.g. graduated grip flexion-extension, could confer functional benefits beyond those of
the action practiced. At least five trials of robotic hand-trainers in stroke have shown that fre-
quent hand-training e.g. grasping or finger exercises, result in functional gains not only in the
hand, but also in more proximal armmovements[19–22], that may reflect automatic upper-
arm posturing during distal actions such as gripping, and generalisation of motor learning[23].
Whether this result could be repeated on a larger scale, in patients’ homes, using portable elec-
tronic aids such as that tested here, are relevant future research directions.
The hand-grip interface describedhere is one example of several portable arm-rehabilitation
innovations developed in recent years, commercially available at relatively low-cost ($500–
3000). The MusicGlove1 for instance is a wearable sensor that interfaces with PC-based soft-
ware, designed for home-training of grip and individuated fingermovements[24]. The Tyro-
motion Pablo1 is an isometric powergrip sensor that interfaces via a wire with desktop-PC
software. Other devices that interact with computer software are designed for wrist or upper-
arm training, e.g. the Kinestica Bimeo1, as well as the digital handgrip tested in the current
study, that has a separate accelerometer capability (not assessed here). Future studies will be
required to determine the range of patient abilities for whom each devicemay be a useful train-
ing aid. We would hypothesise from the profile of arm disability after stroke[11], that the
power-grip tested here will be more suited to patients with severe disability, whereas aids train-
ing individual fingermovements, or anti-gravity proximal armmovements, would be more rel-
evant to patients with milder disability.
Accessibility of Mobile Technologies in Stroke
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In summary, our study highlights a major limitation of everydaymobile technologies for
arm training after stroke, and suggests one low-cost method by which restricted interaction
can be overcome. Whether or not improving access to physiotherapy-based computer games
translates into increased self-training by patients, and ultimately functional benefits, are ques-
tions for future research.
Supporting Information
S1 File. Raw-data of conventional versus novel control experiment (relates to Fig 4).
(XLSX)
S1 Video. Demonstration of a severely hemiplegic patient attempting tablet control using
swipe, and novel hand-grip controller. The patient’s only recorded armmovements are flick-
ers of finger flexors (FM-S 1/12). The patient was able to successfully engage with a visuo–
motor tracking software using the grip controller tested in this study.
(MP4)
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